
50

21 CFR Ch. I (4–1–98 Edition)§ 803.52

reporters. Manufacturers are also re-
sponsible for conducting an investiga-
tion of each event, and evaluating the
cause of the event. If a manufacturer
cannot provide complete information
on an MDR report, it must provide a
statement explaining why such infor-
mation was incomplete and the steps
taken to obtain the information. Any
required information not available at
the time of the report, which is ob-
tained after the initial filing, must be
provided by the manufacturer in a sup-
plemental report under § 803.56.

§ 803.52 Individual adverse event re-
port data elements.

Individual medical device manufac-
turer reports shall contain the follow-
ing information, known or reasonably
known to them as described in
§ 803.50(b), which corresponds to the for-
mat of FDA Form 3500A:

(a) Patient information (Block A)
shall contain the following:

(1) Patient name or other identifier;
(2) Patient age at the time of event,

or date of birth;
(3) Patient gender; and
(4) Patient weight.
(b) Adverse event or product problem

(Block B) shall contain the following:
(1) Adverse event or product problem;
(2) Outcomes attributed to the ad-

verse event, e.g., death; or serious in-
jury, that is:

(i) Life threatening injury or illness;
(ii) Disability resulting in permanent

impairment of a body function or per-
manent damage to a body structure; or

(iii) Injury or illness that requires
intervention to prevent permanent im-
pairment of a body structure or func-
tion;

(3) Date of event;
(4) Date of report by the initial re-

porter;
(5) Description of the event or prob-

lem to include a discussion of how the
device was involved, nature of the
problem, patient followup or required
treatment, and any environmental con-
ditions that may have influenced the
event;

(6) Description of relevant tests, in-
cluding dates and laboratory data; and

(7) Other relevant patient history in-
cluding pre-existing medical condi-
tions.

(c) Device information (Block D)
shall contain the following:

(1) Brand name;
(2) Type of device;
(3) Manufacturer name and address;
(4) Operator of the device (health pro-

fessional, patient, lay user, other);
(5) Expiration date;
(6) Model number, catalog number,

serial number, lot number or other
identifying number;

(7) Date of device implantation
(month, day, year);

(8) Date of device explantation
(month, day, year);

(9) Whether the device was available
for evaluation, and whether the device
was returned to the manufacturer, and
if so, the date it was returned to the
manufacturer; and

(10) Concomitant medical products
and therapy dates. (Do not list prod-
ucts that were used to treat the event.)

(d) Initial reporter information
(Block E) shall contain the following:

(1) Name, address, and phone number
of the reporter who initially provided
information to the user facility, manu-
facturer, or distributor;

(2) Whether the initial reporter is a
health professional;

(3) Occupation; and
(4) Whether the initial reporter also

sent a copy of the report to FDA, if
known.

(e) All manufacturers (Block G) shall
contain the following:

(1) Contact office name and address
and device manufacturing site;

(2) Telephone number;
(3) Report sources;
(4) Date received by manufacturer

(month, day, year);
(5) Type of report being submitted

(e.g., 5-day, initial, supplemental); and
(6) Manufacturer report number.
(f) Device manufacturers (Block H)

shall contain the following:
(1) Type of reportable event (death,

serious injury, malfunction, etc.);
(2) Type of followup report, if appli-

cable (e.g., correction, response to FDA
request, etc.);

(3) If the device was returned to the
manufacturer and evaluated by the
manufacturer, a summary of the eval-
uation. If no evaluation was performed,
provide an explanation why no evalua-
tion was performed;
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(4) Device manufacture date (month,
day, year);

(5) Was device labeled for single use;
(6) Evaluation codes (including event

codes, method of evaluation, result,
and conclusion codes) (refer to FDA
‘‘Coding Manual for Form 3500A’’);

(7) Whether remedial action was
taken and type;

(8) Whether use of device was initial,
reuse, or unknown;

(9) Whether remedial action was re-
ported as a removal or correction
under section 519(f) of the act (list the
correction/removal report number); and

(10) Additional manufacturer nar-
rative; and/or

(11) Corrected data, including:
(i) Any information missing on the

user facility report or distributor re-
port, including missing event codes, or
information corrected on such forms
after manufacturer verification;

(ii) For each event code provided by
the user facility under § 803.32(d)(10) or
a distributor, a statement of whether
the type of the event represented by
the code is addressed in the device la-
beling; and

(iii) If any required information was
not provided, an explanation of why
such information was not provided and
the steps taken to obtain such informa-
tion.

§ 803.53 Five-day reports.

A manufacturer shall submit a 5-day
report to FDA, on Form 3500A or elec-
tronic equivalent as approved by FDA
under § 803.14 within 5 workdays of:

(a) Becoming aware that a reportable
MDR event or events, from any infor-
mation, including any trend analysis,
necessitates remedial action to prevent
an unreasonable risk of substantial
harm to the public health; or

(b) Becoming aware of an MDR re-
portable event for which FDA has made
a written request for the submission of
a 5-day report. When such a request is
made, the manufacturer shall submit,
without further requests, a 5-day re-
port for all subsequent events of the
same nature that involve substantially
similar devices for the time period
specified in the written request. The
time period stated in the original writ-
ten request can be extended by FDA if

it is in the interest of the public
health.

§ 803.55 Baseline reports.
(a) A manufacturer shall submit a

baseline report on FDA Form 3417, or
electronic equivalent as approved by
FDA under § 803.14 for a device when
the device model is first reported under
§ 803.50.

(b) Each baseline report shall be up-
dated annually, on the anniversary
month of the initial submission, after
the initial baseline report is submitted.
Changes to baseline information shall
be reported in the manner described in
§ 803.56 (i.e., include only the new,
changed, or corrected information in
the appropriate portion(s) of the report
form). Baseline reports shall contain
the following:

(1) Name, complete address, and reg-
istration number of the manufacturer’s
reporting site. If the reporting site is
not registered, FDA will assign a tem-
porary registration number until the
reporting site officially registers. The
manufacturer will be informed of the
temporary registration number;

(2) FDA registration number of each
site where the device is manufactured;

(3) Name, complete address, and tele-
phone number of the individual who
has been designated by the manufac-
turer as its MDR contact and date of
the report. For foreign manufacturers,
a confirmation that the individual sub-
mitting the report is the agent of the
manufacturer designated under
§ 803.58(a) is required;

(4) Product identification, including
device family, brand name, generic
name, model number, catalog number,
product code and any other product
identification number or designation;

(5) Identification of any device pre-
viously reported in a baseline report
that is substantially similar (e.g., same
device with a different model number,
or same device except for cosmetic dif-
ferences in color or shape) to the de-
vice being reported, including the iden-
tification of the previously reported
device by model number, catalog num-
ber or other product identification, and
the date of the baseline report for the
previously reported device;

(6) Basis for marketing, including
510(k) premarket notification number
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